Re-circulation loop diagram for Amperometric Sensor Calibration
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Notes: Valve positions [
- Pump to be located below solution @

container for flooded suction.

- Recommend tubing to be 1/2”.

- 2 Way throttle valve used to adjust flow to
flow cell and prevent pump strain.

- 3 Way valves should be positioned either for
a) Known sample back to container

when recirculation pump is running 5 2 Way Hand ] |
(Position 1) Throttle Valve '
OR A
b) Process sample to drain / process 1/2” Tubing ” To Drain / Process
(Position 2)
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